Introduction: This study aimed to investigate the analytical bias in haematological parameters induced by storage at 33 ºC.
Introduction
Knowledge of the effects of temperature on blood sample stability is important in a haematology laboratory and blood bank setting. Exposure to high environmental temperatures (e.g. above 30 °C), which are quite common in under-resourced settings in tropical countries, may lead to variation and errors in the reporting of different haematology parameters. Guidelines have stated that processing of samples should be done within 6 to 8 hours (1, 2) . However, there is scant evidence that samples maintain their analytical stability when stored for such time at high environmental temperatures. Most studies have shown that haemoglobin (Hb), red blood cell count (RBC), white blood cell count (WBC), platelet count (Plt) and mean corpuscular haemoglobin (MCH) are stable for at least 24 hours at 4 °C and between 20 °C and 25 °C (3) . Mean corpuscular volume (MCV), mean corpuscular haemoglobin concentration (MCHC), red cell distribution width (RDW) and haematocrit (Hct) were stable for at least 6 hours at 4 °C and between 20 °C and 25 °C. However, we Electronic supplementary material available online for this article.
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Storage stability of haematological parameters found only one study in English on analytical stability providing numerical data for most haematological parameters on samples stored above 30 °C (4).
Therefore, the present study estimated the analytical stability of different haematological parameters over a period of 72 hours in samples stored at 33 °C.
Materials and methods

Subjects
This study was carried out in the Department of Transfusion Medicine and Blood Bank after obtaining ethical clearance from the institutional ethics committee. In this study, samples were collected from the diversion pouches of 20 apparently healthy blood donors not using anti-platelet drugs and meeting criteria set by regulatory agencies (5). There was no contamination with blood bag anticoagulant.
Methods
Three samples, each of 3 mL, were collected from each donor in K 2 EDTA vials (Becton, Dickinson and Company, Gurgaon, India). Three baseline readings were taken from each of the three vials within 30 minutes of collection (thus having 9 baseline readings in total) on the Sysmex XP-100 3-part differential haematology analyser (Sysmex Corporation, Kobe, Japan). The following parameters were studied: WBC, RBC, Hb, Hct, MCV, MCH, MCHC, RDW, Plt and mean platelet volume MPV. The mean of the nine baseline readings of the above parameters were calculated and accepted as the baseline value for each parameter. After the baseline readings, one of the vials was stored at 33 °C.
Samples were stored at 33 °C and analysed after 4, 6, 12, 24, 48 and 72 hours of storage, thus demonstrating the storage stability till or exceeding the time of normal sample retention in the laboratory, which is normally 24 hours on weekdays and 48 hours on weekends. At each time point, three readings of all the parameters from each sample were taken, after which they were re-stored at 33
°C. The mean of the three readings for each parameter at each time point was accepted as the representative value for that parameter at that particular time point.
All the measurements were done on the Sysmex XP-100 in August 2016 with manual feeding of sample by the same person. Quality control of the analyser was maintained throughout the duration of the study by three levels of controls run once a day. Storage temperature was also monitored. The controls were manufactured by Bio-Rad Liquichek™ Hematology controls (Bio Rad Laboratories, Gurgaon, India). For stable controls, at a level corresponding to that in the present study, the coefficient of variations (CV) were 1.1%, 0.7%, 1.1%, 0.6%, 0.3%, 3.9%, 1.6% and 1.3% for WBC, RBC, HGB, HCT, MCV, PLT, RDW and MPV, respectively. Analytical stability was also checked by comparing the values of samples stored at 4 °C overnight to the previous day result.
Statistical analysis
The percentage difference of each parameter after each storage time compared to the baseline was calculated. The maximum acceptable bias (Biasmax ) was obtained from studies on biological variation (6). Median percent difference exceeding the Bias max for a parameter was deemed clinically significant. Statistical significance of the overall variability of each parameter over time was tested by the Friedman test. Statistical significance of the percentage differences was tested by the Wilcoxon signed-rank test using R statistical environment (R Core Team, Vienna, Austria), version 3.1.2, against a null hypothesis of no difference. The Pvalues were adjusted for multiple comparisons by the Holm method (P holm ). The bias was deemed unacceptable if there was both clinically significant as well as statistically significant bias at a P holm of 0.05.
If the bias of a parameter at time point was clinically acceptable, the clinical equivalence was tested using two one-tailed Wilcoxon Signed-rank tests (7) . The percent differences were tested against the null hypothesis that the magnitude of the observed bias was either greater than or equal to the Bias max . A 
Results
Platelets, Hct, MCV, MCHC, RDW and MPV showed unacceptable bias (which was both clinically as well as statistically significant) within 4 hours of storage at 33 °C (Tables 1 and 2 ). The mean and median of the percent differences and their 95% confidence intervals are given in Supplementary tables 1 and 2.
When tested for equivalence, the stable parameters were found to be RBC till 72 hours (P holm : less than 0.001 at all time-points) and WBC, Hb and MCH till 24 hours (P holm for WBC count and Hb: less than 0.001 up to 24 hours, P holm for MCH: 0.009, 0.002, less than 0.001 and less than 0.001 at 4, 6, 12 and 24 hours respectively). WBC and Hb at 48 hours failed the equivalence tests. 
Discussion
The present study demonstrates the appearance of systematic bias for Hct, MCV, MCHC, RDW, Plt and MPV when stored for 4 hours at 33 ˚C, as well as the stability of WBC, RBC, Hb and MCH results when stored for 24 hours at the same temperature. The rapid appearance of bias at 33 ˚C shows that the present recommendation of sample storage up to 6 or 8 hours is inadequate at high temperatures (1, 2) . This study also shows the importance of temperature-controlled storage and transport boxes in blood camps and extra-institutional sample collection centres in areas exposed to high temperatures. In case such precautions cannot be taken (e.g. in a resource poor setting), interpretation should be done cautiously. RDW and Hct become unreliable markers. MCH may be preferable to MCV or MCHC. For Plt counts, an initial decrease of about 10% within the first few hours may be taken into account.
Other studies have also found rapid appearance of significant bias in Plt counts on storage above 30 °C (4, 8) . Significant shift in RDW and MCHC within 6 hours has also been reported (4) . In contrast to the present study, clinically significant bias in MCV was not reported after storage above 30 °C for 6 to 8 hours, possibly due to a lower precision in these studies as a result of not taking replicates. Also, a comparison of the present study with some of the previously published studies is not possible due to lack of numerical data for most results, and due to taking a lenient equivalence threshold of 10% (-3.90 -(-1.88))   -5.56  (-7.78 -(-4.54) Storage stability of haematological parameters (8, 9) . Also, equivalence for analytes on storage for ostensibly stable parameters was not analysed in these studies.
In the present study, the samples stored at 33 °C were brought to room temperature at the time of analysis during the duration of the study, and then again restored to 33 °C. Such repeated "heat-cold" cycles may affect the analytical results. However, the primary conclusion of the study (i.e. the appearance of unacceptable bias even before 4 hours for most of the parameters after storage at 33 °C), remains unaffected by this limitation since the bias in these cases appeared before any "heatcold "cycle. The acceptable bias for RBC, Hb, MCH and WBC for at least 24 hours at 33 °C should also be a robust finding; these parameters remain stable despite the potentially destabilizing influence of the "heat-cold" cycles.
The samples were taken from a healthy population; however, differences from patient samples are likely to be mild and should not affect the conclusions of the study. Also, storage stability may depend on the analyser used (10) . Sysmex XP-100 uses impedance counts; counters using other techniques (e.g. optical counts) may show different results.
The present study has tried to fill a gap in published knowledge about the extent of systematic error arising due to sample storage arising in warm ambient temperatures using tests of difference as well as equivalence. In doing so, it demonstrates the stability of Hb, RBC, WBC and MCH for at least 24 hours. More importantly, it demonstrates rapid appearance of bias in RBC volume related parameters (Hct, MCV, RDW, MCHC) as well as Plt and MPV after sample storage at 33 °C, even within the currently published guideline of 6 hours. Thus the present study points out the necessity of special haematological sample storage guidelines for laboratories where such high ambient temperatures are common.
